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Supplementary Table S1. Comparison of the RT-qPCR detection of SARS-CoV-2 between 

NPSs and saliva samples from the outpatient group. 

Specimen

s 

 NPSs Tota

l 

  All samples 

(n=224) 

Sampled at D0 

(n=145) 

Sampled at D10 

(n=79) 

 

  Positiv

e 

Negativ

e 

Positiv

e 

Negativ

e 

Positiv

e 

Negativ

e 

 

Saliva Positive 57 3 57 1 0 2 60 

Negative 69 95 53 34 16 61 164 

 Total 126 98 110 35 16 63  

 Agreeme

nt (%) 
67.9% 62.8% 77.2%  

 Cohen’s κ 

# 
0.392 (Fair) 0.325 (Fair) NC  

 Sensitivit

y (%) 
45.2% 51.8% NC  

 Specificit

y (%) 
96.9% 97.1% 96.8%  

#Coefficient of agreement, the agreement level is indicated into brackets, as previously 

defined [41]. NC: not calculated; NPS, nasopharyngeal swab. 

 


